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Blanks

Blanks ICP_MS

The following samples have analyte results greater than CRQLs. The associated ICB analyte results are greater than or equal to MDLs but less than or
equal to CRQLs. Use professmnal Judgment to quallfled detected and nondetected analytes

NDO05

030, MF4Q31 , MF4Q60 , MF4Q17 , MF4Q22 , MF4Q22D , MF4Q22S |
|MF4Q22L , MFAQ20 , MFAQ21 , MFAQ24 , MFAQ25 , MFAQ29 , MFAQ13 , MFAQS8 , MFAQ59 )

“Arsenic LCS |, MF4Q23, MF4QL9, MF4Q26 , MF4Q27 , MF4Q28 , MF4Q30 , MF4Q31 , MF4Q60 , MF4QL7 , MF4Q22 , MF4Q22D , MF4Q225 |
| MF4Q22L , MF4Q20, MF4Q21, MF4Q24 , MF4Q25, MF4Q29, MF4Q13, MF4QS58 , MFAQS59

030 MF4031 " MF4060 , MF4O17 , MF4022 " MF4Q22D | MF4Q22S
MF4Q22L , MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

Nickel LCS, MF4Q23 , MF40Q19 , MF4Q26 , MF4027 , MFAQ28 . MF4Q30 , MF4Q31 , MF4Q60 , MF4Q17 , MF4Q22 , MF4Q22D , MF4Q22S
| MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

{Potassium LCS , MF4Q23 , MF4Q19 , MF4Q26 , MF4Q27 , MF4028 , MF4Q30 , MF4Q31 , MF4Q60 , MF4Q17 , MF4Q22 , MF4Q22D , MF4Q22L ,
MF4Q20 , M

Copper LC
MF4Q29 , MF4Q13, MF4Q58 MF4Q59

Sodium LCS, MF4Q23 MF4Q19 MF4Q26 MF4Q27 MF4Q28 MF4Q30 MF4Q31 MF4Q60 , MF4Q17 , MF4022 , MF4Q22D , MF4Q22L
MF4Q20 , MF4Q24 , MF4Q25

Barium LGS’ MF4Q23 | MF4019 MFAQ26 , MF4027 , MF4028 MF4030 , MFA031 , MF4060, MFAO17 , MF4022 , MF4022D |, MF40228 |
MF4Q22L , MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

Zinc LCS", MF4Q23 MF4019, MFAQ26 , MF4027 , MF4028 ", MFA030", MFAQ31 , MF4060 . MFA017 | MF4022 , MF4Q22D |, MF4022S
MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

Magnesium LCS MF4023, MFAQ19 , MF4Q26 , MF4Q27 , MF4028 , MF4Q30 , MF4Q31 , MF4Q60 , MF4Q17 , MF4022 , MF4Q22D , MF4Q22L
, MF4Q20,

fron LCS, MF4Q23 MF4Q19 MF4Q26 MF4Q27 MF4Q28 MF4Q30 MF4Q60 MF4Q17 , MF4020 , MF4Q21 , MF4Q24 , MF40Q25 , MF4Q29
, MF4Q13 , MF4Q58 , MF4Q59
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Blanks
Blanks ICP_MS
Blanks ICP_MS
NCBOG The foliowing samples have no detected analytes. The associated CCB analyte resuits are less than or equal to -MDLs but greater than or equal to -
CRQLs. Use professional judgment to qualify detected and nondetected analytes.
PBW, MF4Q58, MF4Q59, MF4Q13, MF4Q23, MF4Q19, MF4Q26, MF4Q27, MF4Q28, MF4Q30, MF4Q31 MF4Q60, MF4Q17, MF4Q22, MF4Q22D,
1 MF4Q22L, MFAQ21, MFAQ24, MPAQ2S, MFAQ2Y e
Vanadium PBW
Aluminum MF4Q58 , MF4Q59
Beryllium MF4Q13 , MF4Q58 , MF4Q59
Cadmium PBW , MF4Q23 , MF4Q19 , MF4Q26 , MF4Q27 , MF4Q28 , MF4Q30 , MF4Q31, MF4Q60 , MF4Q17 , MF4Q22 , MF4Q22D , MF4Q22L |,
MF4Q21 , MFAQ24 , MF4Q25 , MFAQ29 , MPAQ13 , MF4QS8 , MFAQS9 .
Blanks ICP_MS
The following samples have analyte results greater than or equal to MDLs but less than CRQLs. The associated ICB analyte resuits are greater than or
NDO03 equal to MDLs but less than or equal to CRQLSs. Detected analytes are qualified U. Nondetected analytes are not qualified. Sample results are elevated
to CRQLs.
MF4Q23, MF4Q19, MF4Q26, MF4Q27, MF4Q28, MF4Q30, MF4Q31, MFAQ60, MFAQ17, MF4Q22, MF4Q22D, MFAQ22L, MF4Q20, MFAQ21,
MF4Q24, MFAQ25, MF4Q29, MF4Q13, MFAQS8, MEAQSY | ..o
Cobalt MF4Q23, MF4Q19 . MF4Q26 , MF40Q27 , MF4Q28 , MF4Q30 , MF4Q31 , MF4Q60 , MF4Q17 , MF4Q22 , MF4Q22D , MF4Q22L , MF4Q20 ,
MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59
Blanks
ND15 The following samples have analyte results greater than or equal to MDLs. The associated ICB analyte results are less than or equal to -MDLs but
greater than or equal to -CRQLs. Use professional judgment to qualify detected and nondetected analytes.
MF4Q21, MF4Q29, MF4Q13, MF4Q58, MF4Q59
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Blanks
Blanks
Blanks
NCBO5 The following samples have no detected analytes. The associated ICB analyte results are less than or equal to -MDLs but greater than or equal to -
| | CRQLs. Use professional judgment to qualify detected and nondetected analytes.
Blanks
NDO6 The following samples have analyte results greater than CRQLSs. The associated CCB analyte results are greater than or equal to MDLs but less than or
equal to CRQLs. Use professional judgment to qualified detected and nondetected analytes.

LGS, MF4023, MF4019, MF4026, MFA027, MF4028, MFAQ30, MF4O31, MF4060, MFAO17, MF4022, MF4022D, MFAO22L, MF4AO20,
| MF4Q21, MF4Q24, MF4Q25, MF4Q29, MF4Q13, MF4Q58, MF4Q59, MF4Q22S

[Calcium LCS, MF4Q23, MF4019 , MF4Q26 , MF4Q27 , MF4Q28 , MF4Q30 , MF4Q31 , MF4Q60 , MF4Q17 , MF4022 , MF4022D , MF4Q22L |,
{MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MFAQ58 , MF4Q59

Chromium LCS | MF4023 , MF4Q19 , MF4026 , MFA027 , MF4028 , MF4030 , MFAQ31 , MF4Q60 . MF4017 , MFAQ22 ", MF4Q22D , MF4022S
MF4Q22L , MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

Nickel LCS MF4023 " MF4019, MF4026 , MF4027 . MF4028 , MF4Q30 , MF4Q31 , MF4060, MF4O17 , MF4022 . MF4022D . MF4022S |
MF4Q22L , MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

Potassium LCS , MF4Q23 | MF4Q19 , MFAQ26 , MF4Q27 , MF4Q28 , MFAQ30 , MF4Q31 , MF4Q60 , MF4Q17 , MF4022 , MF4022D , MF4Q22L
MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

Copper LCS, MF4Q23 , MF4Q19 , MF4Q26 , MF4Q28 , MF4Q30 , MF4Q31 , MF4Q60 , MF4Q17 , MF4Q22S , MF4Q20 , MF4024 , MF4Q25
MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

Sodium LCS MF4Q23 MF4Q19 MF4Q26 MF4Q27 MF4Q28 MF4Q30 MF4Q31 MF4Q60 , MF4Q17 , MF4022 , MF4Q22D , MF4Q22L
MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

Barium LCS, MF4Q23 , MF4Q19 , MF4Q26 , MF4Q27 , MF4Q28 , MF4Q30 , MF4Q31 , MF4Q60 , MFAQ17 , MF4Q22 , MF4Q22D , MF4Q22S
MF4Q22L , MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

Zinc LCS, MF4Q23 MF4019 ", MFAQ26 , MF4027 , MF4028 " MFA030", MFAQ31 , MF4060 . MFA017 | MF4Q22 , MF4Q22D |, MF40228
MF4Q22L MF4Q58 , MF4Q59
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Blanks

Blanks ICP_MS

Magnesium LCS MF4023, MFAQ19 , MF4Q26 , MF4Q27 , MF4028 , MF4Q30 , MF4Q31 , MF4Q60 , MF4Q17 , MF4022 , MF4022D , MF4Q22L
, MF4Q20 , MF4Q21 , MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59

fron LCS, MF4Q23 MF4019 " MF4026  MFAQ27 , MF4028 " MF4030, MFAQ60 , MF4O17 MF4020", MF4AQ21 , MF4024  MF4025 . MF4029
, MF4Q13 , MF4Q58 , MF4Q59

Blanks ICP_MS

The following samples have analyte results greater than or equal to MDLs but less than CRQLSs. The associated CCB analyte results are greater than or
NDO04 equal to MDLs but less than or equal to CRQLS. Detected analytes are qualified U. Nondetected analytes are not qualified. Sample results are elevated
at CRQLs.

'MF4023, MF4Q19, MF4Q26, MF4027, MF4Q28, MF4Q30, MFAQ31, MF4Q60, MF4Q17, MF4022, MF4Q22D, MF4Q22L, MF4020, MF4021,
MF4Q24, MF4Q25, MF4Q29, MF4Q13, MF4Q58, MF4Q59

Cobalt MF4Q23 , MF4Q19 , MF4Q26 , MF4Q27 , MF4Q28 , MF4Q30 , MF4Q31 , MF4Q60 , MF4Q17 MF4Q22 , MF4Q22D , MF4Q22L , MF4Q20 ,
MF4Q21 , MF4024 , MF40Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59
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Detection Limit

Detection Limit ICP_MS

NDL1 The following samples have results greater than or equal to MDLs but less than CRQLs. Detected analytes are qualified J.

MF40221, MFAQ27, MF4Q22, MFAQ22D, MFAQ21, MFAQ?23, MF4026, MF4G28, MFA030, MFAO31, MF4Q25, MFAQ58, MFA059, MFAQ19,
MF4Q60, MF4Q17, MF4Q20, MF4Q24, MF4Q29, MF4Q13

Cobalt MF4Q23, MF4Q19 , MF4026 , MF4AQ27 , MF4Q28 , MF4Q30 , MFAQ31 , MF4Q60 , MF4Q17 , MF4Q22 , MF4Q22D , MF4Q22L , MF4020
MF4Q21 MF4Q24 , MF4Q25 , MF4Q29 , MF4Q13 , MF4Q58 , MF4Q59
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Duplicates

Duplicates

NI04

The following Duplicate or original sample results are less than or equal to 5XCRQL and the absolute difference between duplicate and original samples

are greater than CRQL. The original sample results are greater than or equal to MDLs. Detected analytes are qualified J. Nondetected analytes are
qualified UJ.

MF4023, MF4019, MF4Q26, MF4027, MFA028, MFAQ30, MF4031, MFA060, MFAQ17, MF4022, MFAO20, MFAO21, MF4024, MF4Q25,
MF4Q29, MF4Q13, MF4Q58, MF4Q59
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Serial Dilution

Serial Dilution

NL032
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